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The authors claim that the Exradin W1 scintillator detector was calibrated according to manufacturer's method. The setup for out-of-field dose measurements demands careful calibration of the detectors used in an out-of-field geometry. For out-of-field dosimetry, lower energy scattered photons are more significant for the out-of-field spectrum, which typically peaks at a few hundred keV. That spectrum potentially creates energy dependencies in the detectors used, resulting erroneous dose estimates for out-of-field doses if the in-field calibration is used. (3) In addition, out-of-field measured doses are typically very low doses as one moves away from the treatment area (the in-phantom scatter component decreases and leakage dominates). The authors' data presentation and conclusions have not taken into account the above effects, resulting in several inaccuracies. For example, out-of-field doses for 6 MV primary photon beam compared to 23 MV are not noticeably higher, especially for small lateral distances that concern a CIED. The data presented in their manuscript are in contradiction with AAPM Task Group No. 36 (4) and more recent data by Kry (5) and Crofor et al., (6) which show a very weak primary energy dependence (some data show higher out-of-field doses for 6 MV compared to 18 MV photon beams). One important point for CIED dose evaluation is that, for photon energies higher than 10 MV, the out-of-field secondary neutron doses are more influential to a CIED than out-of-field scattered photon doses. And, the CIED should be managed based on the expectation of the scattered neutrons, at these higher energies.
The data shown in Fig. 2 of the manuscript, to my opinion, are not conclusive to favor lead shield for higher primary energies (23 MV in this case), since the doses reported are very low and the use of lead does not improve things at distances beyond 5 cm (see Fig. 2 in the manuscript) . The reduction seen at 2.5 cm distance in the Fig. 2 (from 7.5 cGy to 3.5 cGy for 100 MU), is only for the AP field and it may be due to scattered secondary electrons that reach 1.5 cm depth in tissue. These electrons can be mostly absorbed by placing a 5-10 mm tissue-equivalent bolus on the CIED instead of a lead sheet. The out-of-field contamination at the surface is strongly dependent on the type of linac and linac head. At deeper depths and closer to the treatment field, out-field doses are primarily from scatter within the treatment volume and depend on the treatment field size. The comparison between plan measured and calculated by the planning system out-of-field doses, as presented in Tables 1 and 3 and Figs. 2 and 3 of the manuscript, are referred to as large out-of-field distances, where most of the planning systems would severely underestimate the dose. (7) Thus, again, no conclusions can be drawn on the benefit of the lead sheet over the CIED by the data presented.
In closing, the interpretation of the data by Bourgouin et al. (1) is not well-substantiated for the reasons presented in this letter, and the use of a thin sheet of lead on the CIED is not necessary since it will not prevent internal scatter dose to reach the device. However, it is best if a 5 mm tissue-equivalent bolus is used to cover the CIED and in vivo dosimetry is implemented as part of the management policy for that category of patients. (8) When higher than 10 MV photon beams are used, the presence of neutrons is a more serious issue that needs to be addressed for management of patients with a CIED. The authors did not discuss this important issue at all in their study. 
